Site: Shiloh Church Road Site

Contamination Control Survey

Date: 7/31/19

Sample ) . removable removable alphajremovable beta] removable beta . A
Number Sample Location Description alpha , (dpmi100em?) | (cts00cm?) | (dpmi00cm?) Pass/Fail Followup/Resolution
(cts/100cm®)
1 ER Truck Exterior Handle 11AAOC 2 -1 177 -95 PASS
2 Water Truck Front Left Tire 2 -1 180 -87 PASS
3 Water Truck Interior Handle 4 1 178 -93 PASS
4 Control Point Table (Long) 2 -1 199 -31 PASS
5 Control Point Table (Short) 2 -1 187 -66 PASS
6 Control Point Tent Leg 3 0 183 -78 PASS
7 Control Point PPE Trash Lid 3 0 172 -110 PASS
8 Control Point Cooler 6 2 193 -48 PASS
9 Break Table (Long) 0 -2 206 -10 PASS
10 Break Table (Short) 6 2 172 -110 PASS
11 Blue Portajohn Handle 4 1 176 -98 PASS
12 START Trailblazer Driver Floor 4 1 167 -125 PASS
13 START Minivan Exterior Handle 2 -1 188 -63 PASS
14 START Trailer Table 1 -1 206 -10 PASS
15 START Break Table 0 -2 191 -54 PASS
16 Skidsteer Left Track 4 1 153 -166 PASS
17 ER Truck Driver Floor - 69AD4K 5 1 178 -93 PASS
18 ER Truck Exterior Handle - 05AD9L 5 1 172 -110 PASS
19 Morning Meeting Table 1 -1 189 -60 PASS
20 Generator 1 -1 181 -84 PASS
Smear Counter Time (min) alpha beta
Alpha Beta Background Count 60 38 2513
Make/Model Ludlum 3030 Sample Count 5
Serial Number 187982 Pass/Fail Criteria (counts) 19 260
Cal Due Date 2/19/2020 Minimum Detectable Activity (dpm) 11 310
Efficiency 0.3244 0.0679 Surveyed By (print): _ QC Check Passed:
Action Level (dpm) 20 1000 Initials: ME






